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Part 35 Section Amendments 
 

Item 
Number 

Section to be 
amended 

Brief Description 

1 35.12(c) 
Information for license amendment 
renewal  

2 35.12(d) Content of applications, 35.1000 uses 
3 35.13 Notification of new brachy source model 
4 35.14 Notification of new brachy source model 
5 35.50(c)(2) Intended individual as RSO 

6 35.50(d) 
Not to require preceptor RSO attestation 
for AUs, AMPs, and ANPs 

7 35.57 (a) and 35.57(b) 
Limiting grandfathering authorized 
individuals as RSOs, only approved 
uses  

8 35.57(a) 
No attestation for experienced RSO, 
only complete training 

9 35.51(a)(2)(i) 
Revising certification requirement for 
supervising MP  

10 35.57(a) and 35.57(b) 
Expand grandfathering of certified 
individuals (Ritenour Petition) 

11 Subparts B, D-F, and G 
Amend preceptor attestation 
requirements 

12 Subparts A, B, and L 
Allow Assistant RSOs to be named on 
the license  

13 35.65(a)-(d) Limit quantity on aggregated sources 
14 35.65(a)-(d) Move transmission sources to Subpart G 

15 35.204(b) 
Increase frequency of molybdenum-99 
(Mo-99) tests 

16 
35.204(e) and  

Subpart M 
Require reporting of failed Mo-99 tests 

17 35.290(b)(ii(G) Supervision for generator elution training 

18 35.390(b)(1) 
Accept Canadian work experience for 
AUs 

19 35.390(b)(1)(ii)(G) Work experience for alpha emitters  
20 35.400, 500, 600 Sealed sources usage and SSDR 

listings 
21 35.490(b)(1)(ii) Change site requirements for AU work 

experience 
22 35.433(a) List AMP tasks for strontium-90 (Sr-90) 

eye applicators 
23 35.433(a) AMP training and experience for Sr-90 

eye applicators 
24 35.491(b)(3) Correct attestation requirements for AUs 
25 35.610(d) Training for therapy unit operators 
26 35.655(a) Gamma knife inspection at source 

exchange 
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27 35.690(b)(1)(i) Change site requirements for AU work 
experience  

28 35.3045(a)(2) Report a medical event if wrong 
radionuclide is administered for a 
brachytherapy procedure  
 

 
 

Acronyms 
 

AMP Authorized Medical Physicist 
ANP Authorized Nuclear Pharmacist 
AU Authorized User 
MP Medical Physicist 

RSO Radiation Safety Officer 
SSDR Sealed Source and Device Registry 
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